[The development of a hemorrhologity observating and measuring instrument].
A new instrument for observing blood cell state and the process of variation on hemorrheology has been developed. There are three ways of shear rate: setting by hand, automatically setting and simulating pulsative state. It can provide different variable flow fields. The shear rate can be set in the range from 0.1 to 1000 s-1. It needs only a little blood. It can be easyly and rapidely operated. it has clear images. The hemorrheology state of blood cells can be directly perceived through thd instrument by eyes. The display and measurement and record of blood cell's hemorrheology state can be finished in real time dynamically and simultaneously.